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Background  and  objectives:  Laryngoscope  is  a  key  tool  in  anesthetic  practice.  Direct  laryn-
goscopy is  a  crucial  moment  and  inadequate  laryngoscope’s  light  can  lead  to  catastrophic
consequences.  From  our  experience  laryngoscope’s  light  is  assessed  in  a  subjective  manner
and we  believe  a  more  precise  evaluation  should  be  used.  Our  objective  is  to  compare  the
accuracy  of  a  smartphone  compared  to  a  lux  meter.  Secondly  we  audited  our  Operating  Room
laryngoscopes.
Methods: We  designed  a  pragmatic  study,  using  as  primary  outcome  the  accuracy  of  a  smart-
phone compared  to  the  lux  meter.  Further  we  audited  with  both  the  lux  meter  and  the
smartphone  all  laryngoscopes  and  blades  ready  to  use  in  our  Operating  Rooms,  using  the
International  Standard  form  the  International  Organization  for  Standardization.
Results:  For  primary  outcome  we  found  no  signiﬁcant  difference  between  devices.  Our  audit
showed that  only  2  in  48  laryngoscopes  complied  with  the  ISO  norm.  When  comparing  the
measurements  between  the  lux  meter  and  the  smartphone  we  found  no  signiﬁcant  difference.
Discussion:  Ideally  every  laryngoscope  should  perform  as  required.  We  believe  all  laryngoscopes
should have  a  practical  but  reliable  and  objective  test  prior  to  its  utilization.  Our  results  suggest
the smartphone  was  accurate  enough  to  be  used  as  a  lux  meter  to  test  laryngoscope’s  light.
Audit results  showing  only  4%  comply  with  the  ISO  standard  are  consistent  with  other  studies.
Conclusion:  The  tested  smartphone  has  enough  accuracy  to  perform  light  measurement  in
laryngoscopes.  We  believe  this  is  a  step  further  to  perform  an  objective  routine  check  to
laryngoscope’s  light.r  Editora  Ltda.  on  behalf  of  Sociedade  Brasileira  de  Anestesiologia.
cle  under  the  CC  BY-NC-ND  license  (http://creativecommons.org/©  2016  Published  by  Elsevie
This is  an  open  access  arti
licenses/by-nc-nd/4.0/).Please  cite  this  article  in  press  as:  Machado  DA,  et  al.  Accuracy  of  a  smartphone  to  test  laryngoscope’s  light  and  an  audit
to  our  laryngoscopes  using  an  ISO  standard.  Rev  Bras  Anestesiol.  2016.  http://dx.doi.org/10.1016/j.bjane.2016.07.007
∗ Corresponding author.
E-mail: diogodh@gmail.com (D.A. Machado).
http://dx.doi.org/10.1016/j.bjane.2016.07.007
0104-0014/© 2016 Published by Elsevier Editora Ltda. on behalf of Sociedade Brasileira de Anestesiologia. This is an open access article
under the CC BY-NC-ND license (http://creativecommons.org/licenses/by-nc-nd/4.0/).
ARTICLE IN PRESS+ModelBJANE-802; No. of Pages 4








Precisão  de  um  smartphone  para  testar  a  luz  de  laringoscópio  e  uma  auditoria  de
nossos  laringoscópios  usando  as  normas  da  ISO
Resumo
Justiﬁcativa  e  objetivo: O  laringoscópio  é  uma  ferramenta  essencial  na  prática  anestésica.  A
laringoscopia  direta  é  um  momento  crucial  e  uma  luz  inadequada  do  laringoscópio  pode  levar  a
consequências  catastróﬁcas.  De  acordo  com  nossas  pesquisas,  a  luz  do  laringoscópio  é  avaliada
de forma  subjetiva  e  acreditamos  que  uma  avaliac¸ão  mais  precisa  deve  ser  feita.  Nosso  obje-
tivo foi  comparar  a  precisão  de  um  smartphone  com  a  de  um  luxímetro.  Depois,  ﬁzemos  uma
auditoria de  nossos  laringoscópios  em  sala  de  operac¸ão.
Métodos:  Estudo  pragmático  usando  como  desfecho  primário  a  precisão  de  um  smartphone  em
comparac¸ão com  a  de  um  luxímetro.  Subsequentemente,  ﬁzemos  uma  auditoria  tanto  com  o
luxímetro  quanto  com  o  smartphone  de  todos  os  laringoscópios  e  lâminas  prontos  para  uso  em
nossas salas  de  cirurgia,  usando  as  normas  da  International  Organization  for  Standardization
(ISO).
Resultados:  Para  o  desfecho  primário  não  encontramos  diferenc¸a  signiﬁcativa  entre  os  disposi-
tivos. Nossa  auditoria  mostrou  que  apenas  dois  em  48  laringoscópios  satisﬁzeram  as  normas  da
ISO. Ao  comparar  as  mensurac¸ões  entre  o  luxímetro  e  o  smartphone,  não  encontramos  diferenc¸a
signiﬁcativa.
Discussão:  Idealmente,  todos  os  laringoscópios  deviam  funcionar  conforme  previsto.  Acredita-
mos que  todos  os  laringoscópios  devem  ser  submetidos  a  um  teste  prático,  mas  conﬁável  e
objetivo, antes  de  serem  usados.  Nossos  resultados  sugerem  que  o  smartphone  foi  preciso  o
suﬁciente para  ser  usado  como  um  luxímetro  para  testar  a  luz  do  laringoscópio.  Os  resultados
da auditoria  mostrando  apenas  4%  de  conformidade  com  as  normas  da  ISO  corroboram  os  de
outros estudos.
Conclusão:  O  smartphone  testado  tem  precisão  suﬁciente  para  fazer  a  medic¸ão  de  luz  em
laringoscópios.  Acreditamos  que  esse  é  um  passo  adiante  na  execuc¸ão  de  uma  veriﬁcac¸ão
objetiva de  rotina  da  luz  do  laringoscópio.
© 2016  Publicado  por  Elsevier  Editora  Ltda.  em  nome  de  Sociedade  Brasileira  de  Anestesiologia.









































aryngoscope  is  a  key  tool  in  anesthetic  practice.  Direct
aryngoscopy  is  a  crucial  moment  in  the  induction  phase  of
nesthesia  and  inadequate  laryngoscope’s  light  can  lead  to
atastrophic  consequences.  From  our  experience  laryngo-
cope’s  light  is  assessed  worldwide  in  a  subjective  manner
nd  we  believe  a  more  precise  evaluation  should  be  used.
here  are  a  few  studies  addressing  laryngoscope’s  light  and
he  results  show  insufﬁcient  light  in  most  of  the  tested
aryngoscopes.1,2
In  a  small  informal  survey  in  our  Anesthesiology  and  Oper-
ting  Room  departments  we  found  laryngoscope’s  light  as  a
requent  complain.  Our  objective  is  to  compare  the  accu-
acy  of  a  smartphone  compared  to  a  lux  meter  and  secondly
e  audited  our  Operating  Room  laryngoscopes.  Our  hypoth-
sis  states  that  a  smartphone  has  accuracy  similar  to  a  lux
eter.  Further,  we  also  audited  all  laryngoscopes  ready  to
se  in  all  Operating  Rooms.
ethodsPlease  cite  this  article  in  press  as:  Machado  DA,  et  al.  Accuracy
to  our  laryngoscopes  using  an  ISO  standard.  Rev  Bras  Anestesio
e  designed  a  pragmatic  study  to  test  the  accuracy  of  a
martphone  measuring  illuminance  using  a  lux  meter  as  a
t
s
oeference.  Secondly  we  audited  our  ready-to-use  Operating
oom  laryngoscopes.
Primary  outcome  was  the  accuracy  of  the  smartphone
ompared  to  the  lux  meter.  The  null  hypothesis  was  no
ifference  between  measurements  from  the  smartphone
ompared  to  the  lux  meter.
Before  performing  the  study,  institutional  authorization
as  granted.  Two  different  protocols  were  made,  one  to  test
he  accuracy  of  the  smartphone  compared  to  the  lux  meter,
nd  other  to  audit  the  laryngoscopes.
To  test  the  accuracy  of  the  smartphone  measuring  illu-
inance  we  used  as  light  source  a  white  ﬂuorescent  lamp
OSRAM  Licht  AG®) with  a  dimmer  to  produce  different
ight  intensities.  The  smartphone  used  to  test  for  accuracy
as  a  Motorola® Moto  G  XT1068  and  the  control  was  a  lux
eter  (HDE® LX-1010B).  Motorola  was  contacted  and  said  we
hould  expect  80%  accuracy  in  a  range  from  5  to  10,000  lux,
hile  the  lux  meter  advertises  95%  accuracy  in  a  range  of
--50,000.
Since  the  cut-off  of  the  ISO  standard  is  500  lux3 we  arbi-
rarily  set  a  total  of  20  light  intensities  from  50  to  1000  lux
n  increases  of  50  lux.  To  set  each  light  intensity  we  dimmed
he  lamp  in  a  dark  room  and  measured  the  illuminance  with of  a  smartphone  to  test  laryngoscope’s  light  and  an  audit
l.  2016.  http://dx.doi.org/10.1016/j.bjane.2016.07.007
he  lux  meter  until  we  got  the  expected  value.  This  mea-
urement  was  performed  in  a  room  with  no  external  light
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Accuracy  of  a  smartphone  to  test  laryngoscope’s  light  
20  mm  away  from  it.  After  setting  the  desirable  light  inten-
sity  using  the  diming  and  controlling  it  with  the  lux  meter,
the  smartphone’s  light  sensor  (position  previously  known
from  technical  speciﬁcations)  was  placed  in  the  same  place
as  the  lux  meter  sensor  and  illuminance  value  was  measured
using  a  speciﬁc  application.  Once  opened  the  smartphone
application,  it  continually  reads  the  raw  values  retrieved
from  the  light  sensor  of  the  smartphone  and  output  them
in  the  smartphone  display.  To  reduce  potential  bias  of  using
and  unknown  coded  app  to  measure  light  from  the  smart-
phone  sensor  we  programed  the  AndroidTM application  and
published  its  source  code  online.4
We  repeated  the  smartphone  measurement  three  times
for  each  light  intensity  tested  (using  the  lux  meter  as  a
control)  and  then  calculated  the  mean  value.
Results  comparing  the  smartphone  accuracy  in  the  spec-
iﬁed  light  intensities  were  performed  with  paired  sample
t-test  using  a  p-value  of  0.05,  with  IBM® SPSS® Statistics  22.
To  audit  our  laryngoscopes  we  used  as  reference  the
international  standard  form  the  International  Organization
for  Standardization  (ISO  7376:2009)  which  speciﬁes  mini-
mum  illuminance  of  500  lux  after  10  min  for  hook-on  type
laryngoscopes  measured  20mm  from  laryngoscope’s  tip.3
To  perform  our  audit  we  constructed  a  device  capable  to
hold  the  laryngoscope  standstill  in  such  a  manner  that  the  tip
of  laryngoscope’s  light  was  20  mm  from  the  lux  meter  sensor
as  required  by  the  ISO  standard.  Our  device  was  also  able  to
protect  the  lux  meter  sensor  from  external  light  even  with
the  measurements  performed  in  a  dark  room.  To  perform
the  audit  we  measured  illuminance  using  the  same  lux  meter
(HDE® LX-1010B).
All  the  measurements  were  performed  in  the  same  day
and  our  sample  was  all  ready-to-use  laryngoscopes  from
14  Operating  Rooms.  All  the  tested  laryngoscopes  were
reusable,  battery-operated  and  xenon  bulb-in-handle,  from
Welch  Allyn® or  Heine® brands.  Blades  were  hook-on  MacIn-
tosh  type  sizes  3--5.  We  performed  a  total  of  48  tests,  testing
each  ready-to-use  combination  of  handle  and  blade  in  each
Operating  Room,  in  a  total  of  48  tests  performed.
Measurements  were  made  placing  the  laryngoscope  (han-
dle  and  blade)  in  the  device  built  and  recorded  the  lux  meter
value  on  tenth  minute  after  turned  on.  Data  from  the  audit
was  analyzed  using  IBM® SPSS® Statistics  22.
Results
For  the  primary  outcome,  we  calculated  the  mean  of  the
3  measurements  made  with  the  smartphone  and  compared
with  the  value  from  the  lux  meter.  We  found  no  signiﬁcant
difference  between  devices;  t(19)  =  −1.489,  p  >  0.05.  The
mean  difference  between  measurements  was  −0.35  lux  with
a  standard  deviation  of  1.05118  lux.  Results  are  represented
in  Fig.  1.
In  the  audition  made  only  2  in  48  laryngoscopes  showed
a  minimum  illuminance  of  500  lux  (Fig.  2).  Mean  illuminance
was  212.48  lux  with  a  standard  deviation  of  114.810  lux.Please  cite  this  article  in  press  as:  Machado  DA,  et  al.  Accuracy
to  our  laryngoscopes  using  an  ISO  standard.  Rev  Bras  Anestesio
Interquartile  ranges  were  Q1  =  112.25,  Q2  =  189.00  and
Q3  =  300.50  lux.
When  comparing  the  measurements  between  the  lux





Figure  3  Smartphone  value’s  difference  to  laryngoscopes.
ifference;  t(47)  =  −0.831,  p  > 0.05  with  a  mean  difference
f  −0.167  lux  and  a  standard  deviation  of  1.389  lux.
iscussion
aryngoscopy  is  one  of  the  most  frequent  and  important
echniques  performed  by  the  anesthesiologist  in  his  daily
ractice  and  ideally  every  laryngoscope  should  perform  as
equired.  We  believe  every  laryngoscope  should  have  a  prac-
ical  but  reliable  and  objective  test  prior  to  its  utilization.
ur  results  suggest  that  smartphones  can  be  reliably  to  test
aryngoscopes’  illuminance.
In our  tests,  we  found  a  mean  difference  between  the  lux
eter  and  the  smartphone  less  than  1  lux.  As  the  main  goal of  a  smartphone  to  test  laryngoscope’s  light  and  an  audit
l.  2016.  http://dx.doi.org/10.1016/j.bjane.2016.07.007
s  to  know  if  the  light  has  a  minimum  output  of  500  lux,  we
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Our  audit  results  showing  only  4%  comply  with  the  ISO
tandard  are  consistent  with  other  studies.1,2 We  believe
egular  audits  should  be  made  and  attitudes  to  ﬁx  that  situ-
tion.  In  our  study  we  did  not  address  what  was  the  problem
n  each  laryngoscope.
Although  Motorola® said  we  should  expect  an  accuracy  of
0%  in  the  range  from  5  to  10,000  we  believe  this  is  a  con-
ervative  vaalue  and  we  found  our  smartphone  much  more
ccurate.
We  identiﬁed  some  limitations.  Not  all  smartphones
ave  a  light  sensor  and  even  those  with  it,  their  accu-
acy  can  be  variable  and  its  position  can  be  difﬁcult  to
nd.  Each  smartphone  should  be  tested  for  accuracy  before
eing  used.  There  are  different  apps  to  measure  light  val-
es,  and  to  reduce  this  bias  we  designed  and  published
ts  source  code.  The  used  lux  meter  was  the  best  pos-
ible  however  we  are  aware  that  there  are  much  more
recise  lux  meters,  although  we  believe  our  lux  meter
as  precise  enough.  Measurements  from  50  to  1000  lux
n  intervals  of  50  lux  were  arbitrarily  set.  As  our  audit
as  pragmatic  to  all  ready  to  use  laryngoscopes,  in  some
ases  the  same  laryngoscope  was  tested  with  two  different
lades.
onclusions
e  propose  that  a  smartphone  can  be  accurate  enough  to
lassify  laryngoscope’s  light  as  adequate  to  perform  laryn-Please  cite  this  article  in  press  as:  Machado  DA,  et  al.  Accuracy
to  our  laryngoscopes  using  an  ISO  standard.  Rev  Bras  Anestesio
oscopy.  Our  conclusion  is  that  the  tested  smartphone  has
nough  accuracy  to  perform  light  measurement  in  laryngo-
copes  light.  Since  each  smartphone  can  have  a  different
ight  sensor  this  conclusion  cannot  be  generalized.
3
4 PRESS
D.A.  Machado  et  al.
In  the  future  more  studies  are  needed  to  test  other
evices  like  smartphones  and  to  understand  if  perform  a
aryngoscope  light  test  before  each  use  can  have  a  positive
nﬂuence  in  the  laryngoscopy  and  outcome  of  the  patient.
here  is  also  a  need  of  studies  to  understand  the  source  of
he  problem  to  laryngoscopes  do  not  comply  with  the  ISO
orm.
We  believe  this  could  be  a  step  further  in  performing  an
bjective  routine  check  to  laryngoscope’s  light.
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